


— 





nrg ae = 





2333-43 Wabansia Ave. 
Chicago, IHinois 


| H. G Fischer & Co. 


Type “F’” Instructions 


omplete Physician's Portable 


Iligh Frequency and 
Violet Ray Generator 


Manufactured by 
if. G. FISCHER & Ct 
2553-13 Wabansia Avenue 


CHICAGO, ILL. es 































































What Are High Fk requency Curre 


s Question Made Clear in a G 
This Q' By Comparison With Ww: 


nts? 


raphical Way 
ater 


Ta) our demonstration we will assume that the voltage wit! pe 
ee oe oy pene. When we increase the pressure 
we increase the amount of water we can draw, due to the speed 
with which the water flows. 


The voltage obtained from Type “jp © 
approximately 600 times the voltage of the 
used. If you were to touch both terminals 
would receive a severe muscular shock, thoy 
current would be only one-six hundredth 
receive from Type “F”’ coil. 


oil is 60,000 volts, or 
average electric lamp 
of a lamp socket, you 
1gh the voltage of the 
of what you would 


Let us see what 600 times the 
hydrant would mean. Upon opening the faucet, a stream of water 
would travel at such speed that anything brought into contact with 
jt would be struck as with a blow from a sword. 


pressure of the water at the 


This same condition would prevail 
60,000 volts were permitted to enter 
be as a sword thrust that would cleave 


if electrical currents of 
the human body. It would 
from head to heel. 


Now let us take this tremendous pressure 
through an atomizer with hundreds of thousands of tiny holes. 
The result would be a mist of spray that would permeate the en- 
tire surrounding atmosphere, The most delicate flowers would 
be refreshed and would thrive, when treated in conditions pro- 
duced in this manner. 


and force the water 


In the generation of high frequency currents, an electrical 
condenser is connected in the circuit, acting as doce the atomizer, 
in separating the flow into minute impu! h rapid suc- 
cession that no sensation affects the s. Likewise 
there is no muscular contraction. 


The human nervous system ca: 
trical current up to 10,000 per 
creases, the sensation decreases. 
over one-half million per second. 





cillations in an elec- 


a as the fre 





The physician therefore has at | c 
powerful agent which he can apply 
them in a few seconds more benefit 1): 
time popular battery outfit. 








WHAT ELECTRICAL PROGRESS MEANS TO THE 


MODERN PHYSICIAN 





The study of the applic 






ation of high potent high frequency 
currents, has opened a field of unlimited possibilities unknown to 
most ph jians. However, at the present time with up-to-date 
methods in the gen tion and use of these valuable electrical 
currents, every phy an is confronted with the fact that a new 
science has been jin process of development It is now a well 
tablished fact that by no other application of electricity can such 
profound physiological results be obtained. 






















Almost every doctor has had an old battery 
istering the galvanic and faradic currents, but so 
the therapeutic use of these 2s that they have been in 
almost every case discarded, as useless, but because results 
did not warrant any further investigation on the subject. 


t for admin- 
ted has been 









Not so, however, with the m 
current of today. A great many 
conscientious investigators have recer 
the subject; and with all this literature an date equipment 
at the command of the modern Physician, he has these highly 
deve ed el rical currents as now perfected one of the most 
wonderfully successful agents that has ever been 
hands for combating dises i storing the 







n frequency violet ray 
jlest physicians and 
volumes on 





























ar 





iun 





to its normal healthy physical condition. 

High Pot y indicative of high pressure 
I an ng arious treatment machines as 
high as from 30,000 to 60,000 volts. 





fully benefi 





al results that pri gressive physiciar 















ntly been enabled to obtain with modern hi 
currents as now perfected and produced 
tor, covers such a wide range of disea 
ses e effect is so 1 relous and satisf 
I n 1 duty that every intel nt physician 
as W to his patients, to provide his off with 
u rn equipment—and his patien xpect 
The 1 tool like a promissory note, dey fhe name 
of the pe “F’’ is backed by experience « er whose 











There is no quackery OF ee ne about the high frequency 

urrent and it is not put forward as a cure-all, qf is a thorough 

cel ny ge and a healthful stimulant and its intelligent use is 
‘a wonder: 


2 ful 
ful aid in restoring to normal the physical condition 
that may have been Imp: 









0 red from most any car The results 
obtained are almost universally beneficial ang never harmful, 





iti r, once initiated into the res : . . 

The practitioner, Sarpaste t © results obtained from 

the use of high frequency high potential violet Yay currents such 
as generated by Type F,” finds their use absolutely indispensable, 


We pride ourselves in the extreme high frequency produced 
by Type “F” Violet Ray Generator. We have a current here that 
the physician can use With absolute safety to himself and his 
patient, and rest assured that he has done all that can be done 
in the shortest possible time. 


Type “F” is not a toy, and we want to call your attention 
to the fact that when button “E” is pressed to bottom, you have 
a powerful current to deal with. A current that may aggravate 
or eyen burn your patient, when used where not indicated. (We 
refer chiefly to internal treatments. ) Therefore we say play safe, 
doctor, and remove button ule entirely when you are doing delj- 
cate work. This will Positively assure you that you are using 
currents of highest possible frequency. 











No other outfit has this feature, and the phy in using other 
ees pomueted to regulate as best he can with a current of 
medium power, which is neither high nor low enough in frequency 
to coyer all cases. 


Bear in mind that all internal treatments must be made with 


extreme high frequency to avoid discomfort to the patient and 
Plug “E” must be pulled out. 





Another feature combined jn every Type “Fk” ig a la Coil 
protector, which insures long life and enables us to guar:ntee it 
for twice the length of time of any other coil. Hence , state- 
ment, “it will outlive you.” 

Type “F” outfit is substantially built upon Whi italian 
Marble, and is inclosed in a plush lined se with stec lence, 


The outer trimmings being of brass heavily nickel p d, 





GENERAL INSTRUCTIONS 
For the Use of High Frequency Violet Rays Generated by 
Type “EY Outfit 


‘ We recommend the more detailed method of instruction as 
given in the following text-hooks- 


High Frequency Manual........ Eberhart. .$4.00 
High Frequency Currents Strong.... 4.00 
Currents of High Potential Snow .4:.. 5.00 








The following are a few suggestions for treating diseases 
taken from cases where Physicians have obtair excellent re- 
sults. Not all of them through high frequency alone, but as a 
valuable adjunct in the treatment thereof. 





Abscesses—Hlectrode No. 1. Keep in contact with skin and treat 
for 5 to 7 minutes with medium spark high frequency current. 


Acnc—The fulguration electrode No. 20 is used for quickest re- 
sults. Cauterize the larger pustules and treat the entire sur- 
face affected with the No. 1 Electrode for a few minutes. 





Acne Rosacea—Electrode No. 1 or No. 2. Medium frequency. 


A nar P| of 
rode away from surface to get cauterizing SRECE of 
Duration of treatment to be decided by dtite eas £5 
Where much surface is to be covered, lengthen t-m 





Keep el 





107 tes 


erh Manual. 





: < ~ we ey oy sney over 
Alopec lectrode No. 1 or No. 11. Use medium frequé ee igher 
the Ip for 5 1utes. If current is too strong, use M1 


frequency and lengthen the time. 






Anus, Fissue of—Electrode No. 2 is to be used 
6 minutes with high frequency current as 
can t without discomfort 





) 
Arteriosclerosis (Hypertensia)—Daily treatme: 
th No, 1 electrode highest frequé 


Ic lood pressure. 





R Frequency Currents, by Strong 


Dit criticism is of little avail, uniess 


hand ivi dy. Treatment and Cu 


















ode No. 8. Hi 


wve-—Elec i Shest frequene ‘a 
9 closed eyelid for 2 to 4 mi : 3 


nutes every other 


treatment: with No. 


‘@aily if possible. 


o 1. Apply strong Spark of medium or high 
agh Sauze or about one-fourth inch from sur- 
tion with milder s 


park can also be employed 
discharging, afte; which the ozone spray is 


1 Electrode for 5 

















eatment as for lowering blood 


r pressure. When 
2 low, permit breathing thr 


ough ozone gen- 


pige the air with ozone generator. This is the 
nd most effective method. 


Ss over chest and back Sufficient to produce red- 
relief. 


No. 7 Bunion Electrode, medium high frequency, 6 
tes. Keep in contact with skin. Relieves all pain 









Pulguration Electrode No. 20 w 


- ith as strong and 
iow a frequency as ean be borne by pati 


ent. 


n be benefited by use of fulguration. 
berhart’s Manual. 


nose)—Electrode No. 1. Medium frequency. Apply 
surface of nose and back of neck. Use No. 4 or No. 
trod internally with high frequency for 2 or 3 min- 
ithe through ozone generator using nasal tube. 


0. 3 or No. 13 preferred. Medium 
contact with cervix for 3 to 5 


Bt 


Use in 
y other day. 












nds (enlargement of)—Daily applications until the 
d pear. lessening length and Severity of treatment 
educe in size, 

S—Low frequency and strong spark, but be sure 
in contact with skin, using No. 1 electrode for 5 min- 
until a redness is produced on the skin. Repeat daily. 


Constipation—teectay Hlectrode No. 2 or No. 12. High frequency, 
strong current. ‘Treat internally for about 5 minutes, 
repeating daily, 


Corneal Opacity—fye Elect 
rectly in contact with ¢ 


Corns—Use No, 30 corn 
minutes. You ¢ 
every other day. 


Chilblains—l'se No. 4 Electrode, low frequency. Keep in con- 


tact with skin for 16 minutes. Treat every other day until 
cured. 


rode No. 8. Mild high frequency di- 
losed eyelids for 2 to 5 minutes, 


Electrode with strong spark, from 4 to 5 
an also use Electrode No, 20. Give treatment 


Coryza—Read Nasal Catarrh. Also stroke sides of face with same 
electrode, 


Deafness—Har Electrode No. 17 is preferred; in the absence of 


which use point of Electrode No. 6. Use only mild high fre- 
quency current for 3 to 5 minutes, 


Diabetes—Local application will retard the disease, 
Use Mild High Frequency, 


Dyspepsia—Electrode No. 1, Medium spark, high frequen 
ply over region of stomach daily for 5 to § minutes. 
beneficent results are obtained, treat every other day. 


- ; eat 
Eezema— ise body electrode, preferably covered with gauze. Tr 


r avout 2 or 3 minutes only, using medium frequency. 






. = tape We 

Eye Diseases—Various forms yield under proper tr aati in 

reconimend Dr. Eberhart’s Manual for intelligent use. 5 
page 12. 


Freckles—Electrode No. 1 with medium to high treque eae all 
ply through gauze. Daily treatments of 5 to 9 mi ailing 
tion. Be patient, as results are apt to be slow. 


Goitre—Some cases yield to the following tre BEE, Be 
Electrode with as strong a current as can be bor ne sie fe oe 
di fort. Treat through thin gauze or in direct contac 








wi tin daily. Not over 7 minutes’ duration. 

Gray Hair—Patient treatment for months every other day we 
Comb Electrode No. 11 will bring pleasing results, the natura 
color returning. 


Read Dr. Eberhart’s Book. 












Hay Fever—Read Catarrh of Nose and treat similarly, 
—When not caused by stomach, ° 
with medium spark high frequency gpuly Blectrode No, 1 


+ Over forehe:z e 


hoids—Use rectal electrode No, 
high frequency current. To remoy 


WS Ceyn apy 
q No, 20. 


Us i 
e, use fulg se delicate 


uration Electrode 


a Hypertension—Auto condensation produ ee 
: See Arteriosclerosis. ces most rapid results. 
Hypotension—Apply Electrode No. 1 to spine with heavy spark. 


nce—Use insulated rectal Electrode No. 12 i 
i Peeciediim to high Boe: across the geni- 
ted 64 frequency current, for 4 to 6 min- 


A ations—Use Medium High Frequency from 4 to 6 minutes. 


Breathing through ozon 





{ Z é € generator brings immedi 
i relief. Follow with treatment over sides of nose, and in eins 
‘y eases use nasal electrode internally. : 


7 {Lumbago—Electrode No. 1 with sharp spark over and be ond 
E painful area. Treat every other day for about 6 aveaniece) 


a Massage—Blectrode No. 1. Medium or low frequency as pre- 
q ferred by patient. The Jower the frequency and the sharper 
the spark, the shorter the time required for treatment. 
Through heavy gauze is ideal. 








Moth Patches or Moles—Fulguration Electrode No. 20 with me- 
dium or high frequency. Do not overtreat, as 1 to 2 minutes 
suffices over a Small area. 

_ Nervousness—Treat over spine with medium to high 

Daily treatments at first, followed by treatmen 

days for about one month. 


requency. 
every three 





Neuritis—Surface Electrode No. 1. Heavy current, high frequency. 
¥ Relief almost instantly. Do not treat over same surface over 
5 minutes, but treat twice daily if at all possible. Results are 
most pleasing, even in chronic cases. 








Paralysis—Pl er 
quency. 


trode No, 


Appl 3 3 = 
ing the Blectrode spmuscles in contact and by patting, rais- 


1 with sharp spark of medium fre- 


the surface. Treg OuL one-quarter to one-half inch above 

° sat 7 € z 
to 8 minutes’ duane should be made daily and be of 4 
Prostatic Disease 


S—Special Blectrodes ¢ ade for t = di 

eases of the prostate, Gere are made for reating dis- 
ad » but excelle ‘ ave a 
tained by use of Blectrode wo results have been ob: 


ee ; in reducing enlarged pros- 
A mild, medium frequency is used for 





5 to 10 minutes. 
> hae y a, 
Te ne Bel Special Dental Electrode No. 61 to 
§ 2 5 nutes, usi i me a in di 
contact with the gums. using high frequency and in direct 


beni Commie treatments as given in Neuritis and Paral- 


Rodent Ulcer—Best results are obtained with X-ray. Fulgura- 
tion Point No. f 


20 has been used to destroy the affected tissue. 


Skin Diseases—The Dermatologist will find many uses for the 
high frequency current due to its cauterizing, escharotic and 
antiseptic properties, Read any good book on the subject of 
high frequency or high potential eurrents. 





Sciatica—Body Electrode, medium frequency, Apply for 5 to ¢ 
minutes. 


Sore Heet—Use No. 1 Electrode 6 to § minutes with strong spark. 


Stil Joinis—Apply as for Neuritis with longer treatment if 
deemed necessary. 


Throat Diseases—Use Throat Electrode No. 5 or No. 1 
current high frequency. Finish by treating abov« 
larynx with Electrode No. 33. Duration of 
8 minutes. 


Torticollis (Stiff Neck)—Treat back of ear and k and 


sides of neck. Use Electrode No. 1 with sharp nedinim 
frequency, patting the surface gently. Give treatme) of 10 
min *s or longer. 

Treat over closed eyelid for 1 to 3 minutes. 


Trachoma—Apply Eye Electrode No. § with highest frequency. 





)—Treat through gauze 


Uleers (Chronic using Electr 


ean be tolerated. 





Ozone gener 
spray . 
Uterine Diseases—lUse Electrode No. 13 


obtained. 





Warts—Use Ful 
trode No, 6 


& inch Jong, or sufficter 





When using Rereeye tion point let it 
pe 









press lever several ~ 
One tres 
after 5 ds 





ecient, but 






In the foregoing suggestions we 
Low frequ 
sparks. To 










as we 


clear, we add th; 
is pull 





t 











ibrations becom 
medium frequency and it 
generated when screw 
"aE 


ade still lower by 


turn, © 
current as 
quency 35 
stop and pl 
quency ca 
ved avery powerful current. 





















Length of spark used in treating can be 


a 


Note: Ozone generated by Type 208 
other high frequency outf is best appliec 
generator, through a solution of oi] of pin 
lyptus. 


a 








Note: All of our cord tips are of the 
Spread with a knife blade where too loose 
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tion point, or in absence of 
reat with low frequency, 
tly long to cauter 


rest on top of w 
mf spark through dee 


if no results are app: 


point “C” at different distances from ball “D.” 


Siven to spark point ‘‘C” by spreading support 


> With as Sharp 
te No 


rator can be used to advantage by 


a Spark as 
2 or surface No. 1, 
employing the 


and apply with highest 
frequency for short periods Beneficial 
fre ay ee 


results are always 


sume use Blec- 


using a spark about 
ize. 


art and 
PD crustation, 
arent 


refer to High, Medium and 
! as to Sharp, Medium and Mild 
Highest frequency is 
>d up or out. To gradually re- 
counterclockwise about one-half 
noisy. At this point we refer to 
approximately the same fre- 
A” is turned down close to 
i to bottom. From this point the fre- 
repeating the process of turn- 
The latter point is the lowest 


frequency 


adjusted by setting 


is from any 
*h the ozone 
es and Buca- 


1] 


i can he 
also be 
suife blade. 








DIRECTIONS POR OPERATING TYPE * 
HIGH PREQUENCY COIL 

















g 1 socket of 1 ’ 
or Dir rer 

Pr ( but r 
then slowly unscrew fl U 
between the point of 1€ 
pole “D 

all “D" with point of “C 
up “B" and attach black cord to haz 
T jown “B “C" unt 





treatment, hold hand on ti 
bre th your patient 


down gives Lowest frequency, bi 


) gives the Highest frequency, but 












INDIR TREATING 

The Glass Handle, No. 53, j ated on e is, or our 
special Metal Handle, made A epee pai is to be used 
for “Indirect” treatments. Connect the Heavy Black Cord into 
the ring on the end of the No. 53 Handle, other end of cord into 
Pole “D,” and have the patient hold the glass with both hands. 
The current will then pass into the bod freely, and can be 
withd awb by simply touching your fing to any part of that 
patient _ body You will find this an -llent way to get at 
parts which are somewhat awkward to ch with the glass elec- 
trodes and that the current discharge will be very mild, but con- 
siderable warmth generated, 


High Freavercy In Eye Treatments 


. To intensify the action of the High Freque y Current as 
delivered by the regular glass Lube, us § Place the 
tip of one cord into the Neutral Pole “C other end to the 
Glass or Metal Hand having the patient ho his handle 
firmly; then apply the electrode as you woul Fe ordinary 

ise single or double eye electrode with plus «cy High Frequency treatment, connected to Pole “D.” is inten- 
Se nrent. This treatment is for relaxing the Aer oe BILGS UP AUDEN ABE Ole {8 grounded, and tt * ae 
as circulation, and dimness of vision. For asthenopia, ieee across is somewhat stronger than when using Pole “D,” only. 
aehes and muscular imbalance, treat areas marked A, B, CG, D = 
and E about one minute each. Use single eye electrode. If the PRIC 
patient has asthenopia, excellent results are obtained by using N e : : +E Dortat 
Jarge surface electrode up and down the spine and across shoulders Phi eS reas, ? A Fe fgets actric Lkeht Socké 
for about 3 minutes. From 6 to 10 treatments (one daily) are ay (es Ss ‘lectric Light Socket 
usually given. For delicate treatments hold your hand over the oes : : sete eee ee 
electrode before making or breaking contact with the surface of NO. 4 t as } 479%, with addition of Cau- 
the skin. sere “4 
( 
Do Not Touch Metal Parts While Machine is in Operation No 
Dr. Bberhart’s Manual on high frequency says: “Frontal or and full 
congestive headaches are relieved by p ng electrode back and th No 
forth over seat of pain. Keep the tube in close contact to prolong Code 
the treatment until relief takes place which will uv ually be about No 
6 minutes.” The diagram outlines the areas whey headaches addit 
occur. This will be useful in suggesting th« line of 
treatment. In treating areas A, B, C, D and |} ’ can be 
pushed down. 
Dr. Eberhart’s Manual on high frequen: complete 
treatise on all eye diseases. Price $4,00 
Sent post paid on receipt of price. aid the ed 
optometrist in this work. I Insulated 


iplete 


ining a patient's eyes with the ophth: 5 
After examining a pa 3 a Phthalmosecope or 
ophthalmometer and before proceeding with the test chart, give 
patient a one minute treatment on each eye “F” with eyelids 


. $26.50 
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2 vith Cautery Circuit, full Set of 6 Blec- 
No. 451 nth wrdle, as outlined with No, 489, ag 
trodes, oe ae aestable Cautery Handle, : 
1 No, 3 ery Cords, 
2» No. 306 Cautery gy Se 
: ky ee Cautery povie 
No, 305B Cautery Knife, 
1 No. Bey saacostic Mluminator, with Cords 
1 No. 32 Holder and Tungsten Lamp, : 
2 No, 20 Fuiguration Handle with a 
Code—ABDUCT 
Jo. 482 Dental Outfit, consists of: 
ot 479 Portable “F" Generator, 
1 No. 01 Surface Electrode, 
1 No. 061 Insulated Pyorrhea Electrode, 
1 No. 062 Insulated Cocain Electrode, 
1 No. 063 Insulated Cavity Electrode, 
1 No. 064 Insulated Outer Gum Electrode, 
1 No, 049 Insulated Rubber Shock Proof Handle, 
with Heavy Protected Cord Attached. 


Code—ABIES 

No. 483 Chiropodists’ Outfit, consists of: 

1 No. 479 Portable “KF” Generator, 

1 No. 1 Surface High Frequency Electrode, 
No. 7 Bunion High Prequency Electrode, 
No. 20 Fulguration Handle and 3 Tips, 
No. 30 Corn High Frequency Electrode, 

50 Insulated Handle, 


No. 
No. 51 Heavy Insulated Cord. 
MNEs Meese nas ass a. SO ORO) 


de—ABLATE 





1 

Co 

A Type “F 
outfits. 


" instruction Booklet is included in all of these 


——S}>} 


The following pages contain illustrations and prices of acces- 
sories that can be used with Type “F"” Generator Phey are all 
kept in stock and your order can be filled th day we 


receive it. 


We operate our own Glass Blowing Department an fur- 
nish any other electrode desired, or we will ma special 


design from your blue print or sketch 



































and Accessories 





Electrodes and Accessories Continued 











$01 Cautery handle, adjustable to 5 po 
tions Roeirs 
805 Cautery Knives, any shape o_o 
Cautery Cords, per pair Achor “is 
Diagnostic illuminator with cords, 
holder and Tungsten lamy Analog sib 


Portable Electo-Therapeutic Outfit 
Type “kK” 


This Apparatus Covered by 
Physicians Blectrical Appliance Control: 
Patent No. 1260354 


Here is a powerful, simple, 
especially designed to fi 
of the physician who ap 
ities and Tecognizes tha 
but yet who does not wi 
or wants a portable to 


practical and durable outfit, 
ll the needs and meet the requirements 
preciates the value of the various modal- 
t it is essential to have them available, 
sh to install one of the heavier cabinets, 
supplement his office equipment. 


20 


pe “KK"’ will be found to meet al] requirements for such 
practice, and we can unconditionally recommend it to the pro- 


fession as a high-class, dependable and economical piece of 
professional equipment, 


For Fulguration The operator has the option of using the 
short Hot Sparks, or the longer Thin Sparks, which Desic- 
cate but do not Cauterize, 

Ozone By means of one of our smal] generating and filtering 
inhalers, 


D'Arsonval For auto Condensation, in connection with the chair 
pad furnished, in gradual steps up to 65" Milliamperes. The 
ct amount of current being delivered to the patient can 


readily be ascertained by means of our Color Seale; also 
furnished 


Cautery Enough energy to properly heat any ordinary knife, 
of any manufacture, Finely controlled. 
Diagnostic Any Voltage, from 


one-half to twelve, regulated 
accurately, can be 


ised for illuminating your smallest cysto- 
sec ith perfect safety 


Sinnsoid: } vide range of regulation 


CONSTRUCTION 
when closed, 17 inches in length, 11 
nches in height as it stands It is 
bound and covere d with a 
Which will outwear leath« 
1 the metal t 
and are mount: 
ounted on the 
abundant roon 
t iS mentions 


































Portable Combination Type “kK” 
Furnished Complete as Pollows 


Type “K” with Connecting Coy 
1 ate High Frequency ne 
2 Rectal High Frequency Electrode 
: 3 Vaginal High Prequency Electrode 
1 No. 4 Nasal High Prequency Electrode, — 
: 5 Throat High Frequency Electrode 
1 No. 23 Urethral High Frequency Electrode 
1 No. 50 Handle for High Frequeney Electrode, 


and Plug. 
Electrode, 



















We Also Manufacture and Carry in Stock a Complete Line of 
ELECTRO THERAPEUTIC APPARATUS 


1 No. 51 Heavy Insulated High Frequency Cord Which Includes the Following: ra? eae 
1 No. 410 Auto Condensation Pag. i ; CL ee 
— in ee recae Bue Clamp. X-Ray Transformers “ae 
1 No. 41 ‘olor Scale. 3 3 aie pa eee : ; 
1 No. 52 D’Arsonval Handle. Auto Condensation Treatment Outfits ‘ 


2 No. 311 Sinusoidal Cords. 
2 No. 312 Sinusoidal Handles. 
1 No. 316 Spongio Handle ana Disc. 


Auto Condensation Pads 
Thompson-Plaster Electrical Cabinets 


i Diathermic Treatment Outfits 
1 No. 614 Hand Diathermy Electrode. X-Ray. eae ete on 
; a: zs ee Mluminator with Cord. High’ BEAaceae esate 
No. 322 ste 4amp. * enny ae 
IT No. 301 Cautery Handle, Adjustable. Portable X-Ray ¢ ors 





cni Regulators 
Cautery Knife. Regula 





Diagnostic Ligh 












y Knife. Denti lich Frequency Outfits 
Cautery Cords. Pc jle Combination Outfits 
Fulguration Electrode. ate isformers 
Tips for Fulguration Electrode. autery isiormers 


Booklet Instructions. Cautery Equipment 


Therapeutic Lamps 
fuuanged {0 operate on the 110-Volt, 60-Cycle, Al- Dental X-Ray Equipment 
» ternating Current. 
p Price Ask Your Nearest Dealer. If He Will Not Supply enn 


Outfit 485T, with improved Tungsten Spar! 


Your Order Direct 
Interrupter Points ........_.. ee A i ‘tang 





Whether Intelligence rules 
all things or chance rules, 
Man must use the power 
that he bas and 

be Tranquil 








